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initial installation and after any major
maintenance performed on the system.
The profiling is to be accomplished
using the insertion thermocouple prob-
ing technique. The system temperature
must be monitored continuously dur-
ing testing at the locations and tem-
perature described in §90.421(b)(2).

(C) Maintain a gas temperature of
190° C #11° C immediately before the
heated filter and HFID. Determine
these gas temperatures by a tempera-
ture sensor located immediately up-
stream of each component.

(vi) The continuous hydrocarbon
sampling probe:

(A) Is defined as the first 25.4 to 76.2
cm of the continuous hydrocarbon sam-
pling system.

(B) Has a 0.483 cm minimum inside
diameter.

(C) Is installed in the dilution system
at a point where the dilution air and
exhaust are well mixed and provide a
homogenous mixture.

(D) Is sufficiently distant (radially)
from other probes and the system wall
so as to be free from the influence of
any wakes or eddies.

(E) For a continuous HFID sample
probe, the probe must increases the gas
stream temperature to 190° C %11° C at
the exit of the probe. Demonstrate the
ability of the probe to accomplish this
using the insertion thermocouple tech-
nique at initial installation and after
any major maintenance. Demonstrate
compliance with the temperature spec-
ification by continuously recording
during each test the temperature of ei-
ther the gas stream or the wall of the
sample probe at its terminus.

(vii) The response time of the contin-
uous measurement system must be
taken into account when logging test
data.

(3) Sample Mixing. (i) Configure the
dilution system to ensure a well mixed,
homogeneous sample prior to the sam-
pling probe(s).

(ii) Make the temperature of the di-
luted exhaust stream inside the dilu-
tion system sufficient to prevent water
condensation.

(iii) Direct the engine exhaust down-
stream at the point where it is intro-
duced into the dilution system.

(4) Continuously integrated NOx, CO,
and CO, measurement systems.

§90.422

(i) Sample probe requirements:

(A) The sample probe for continously
intergrated NOx, CO, and CO2, must be
in the same plane as the continuous HC
probe, but sufficiently distant (radi-
ally) from other probes and the tunnel
wall so as to be free from the influ-
ences of any wakes or eddies.

(B) The sample probe for continously
intergrated NOx, CO, and CO, must be
heated and insulated over the entire
length, to prevent water condensation,
to a minimum temperature of 55° C.
Sample gas temperature immediately
before the first filter in the system
must be at least 55° C.

(ii) Conform to the continuous NOx,
CO, or CO; sampling and analysis sys-
tem to the specifications of part 86,
subpart D of this chapter with the fol-
lowing exceptions and revisions:

(A) Heat the system components re-
quiring heating only to prevent water
condensation, the minimum compo-
nent temperature is 55° C.

(B) Coordinate analysis system re-
sponse time with CVS flow fluctuations
and sampling time/test cycle offsets, if
necessary.

(C) Use only analytical gases con-
forming to the specifications of §90.312
of this subpart for calibration, zero and
span checks.

(D) Use a calibration curve conform-
ing to §90.321 for CO and CO, and
§90.318 for NOx for any range on a lin-
ear analyzer below 155 ppm.

(iii) Convert the chart deflections or
voltage output of analyzers with non-
linear calibration curves to concentra-
tion values by the calibration curve(s)
specified in §90.321 of this chapter be-
fore flow correction (if used) and subse-
quent integration takes place.

§90.422 Background sample.

(a) Background samples are produced
by drawing a sample of the dilution air
during the exhaust collection phase of
each test cycle mode.

(1) An individual background sample
may be produced and analyzed for each
mode. Hence, a unique background
value will be used for the emission cal-
culations for each mode.

(2) Alternatively, a single back-
ground sample may be produced by
drawing a sample during the collection
phase of each test cycle mode. Hence, a
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single cumulative background value
will be used for the emission calcula-
tions for each mode.

(b) For analysis of the individual
sample described in paragraph (a)(1) of
this section, a single value represent-
ing the average chart deflection over a
10-second stabilized period must be
stored. All readings taken during the
data logging period must be stable
within = one percent of full scale.

(c) Measure HC, CO, CO,, and NOx ex-
haust and background concentrations
in the sample bag(s) with approxi-
mately the same flow rates and pres-
sures used during calibration.

§90.423 Exhaust gas analytical system;
CVS grab sample.

(a) Schematic drawings. Figure 4 in
Appendix B of this subpart is a sche-
matic drawing of the exhaust gas ana-
lytical systems used for analyzing CVS
grab ‘“‘bag’” samples from spark-igni-
tion engines. Since various configura-
tions can produce accurate results,
exact conformance with the drawing is
not required. Additional components
such as instruments, valves, solenoids,
pumps and switches may be used to
provide additional information and co-
ordinate the functions of the compo-
nent systems. Other components such
as snubbers, which are not needed to
maintain accuracy in some systems,
may be excluded if their exclusion is
based upon good engineering judgment.

(b) Major component description. The
analytical system, Figure 4 in Appen-
dix B of this subpart, consists of a
flame ionization detector (FID) or a
heated flame ionization detector
(HFID) for the measurement of hydro-
carbons, non-dispersive infrared ana-
lyzers (NDIR) for the measurement of
carbon monoxide and carbon dioxide,
and a chemiluminescence detector
(CLD) (or heated CLD (HCLD)) for the
measurement of oxides of nitrogen. The
exhaust gas analytical system must
conform to the following requirements:

(1) The CLD (or HCLD) requires that
the nitrogen dioxide present in the
sample be converted to nitric oxide be-
fore analysis. Other types of analyzers
may be used if shown to yield equiva-
lent results and if approved in advance
by the Administrator.
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(2) If CO instruments are used which
are essentially free of CO; and water
vapor interference, the use of the con-
ditioning column may be deleted. (See
§90.317 and §90.320.)

(3) A CO instrument is considered to
be essentially free of CO, and water
vapor interference if its response to a
mixture of three percent CO; in Ny,
which has been bubbled through water
at room temperature, produces an
equivalent CO response, as measured
on the most sensitive CO range, which
is less than one percent of full-scale CO
concentration on ranges above 300 ppm
full scale or less than three ppm on
ranges below 300 ppm full scale. (See
§90.317.)

(c) Alternate analytical systems. Analy-
sis systems meeting the specifications
and requirements of this subpart for di-
lute sampling may be used upon ap-
proval of the Administrator.

(d) Other analyzers and equipment.
Other types of analyzers and equip-
ment may be used if shown to yield
equivalent results and if approved in
advance by the Administrator.

§90.424 Dilute sampling procedures—
CVS calibration.

(a) The CVS is calibrated using an ac-
curate flowmeter and restrictor valve.

(1) The flowmeter calibration must
be traceable to the National Institute
for Standards and Testing (NIST) and
serves as the reference value (NIST
“true”’ value) for the CVS calibration.
(Note: In no case should an upstream
screen or other restriction which can
affect the flow be used ahead of the
flowmeter unless calibrated through-
out the flow range with such a device.)

(2) The CVS calibration procedures
are designed for use of a ‘“‘metering
venturi” type flowmeter. Large radius
or American Society of Mechanical En-
gineers (ASME) flow nozzles are con-
sidered equivalent if traceable to NIST
measurements. Other measurement
systems may be used if shown to be
equivalent under the test conditions in
this section and traceable to NIST
measurements.

(3) Measurements of the various flow-
meter parameters are recorded and re-
lated to flow through the CVS.
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